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SPECIFICATIONS 



DC VOLTAGE 



RANGE 



ACCURACY (12 montfti) 
MAXIMUM 18*-28<»C 

READING -^(% rd« digrtsl 



MAXIMUM 
ALLOWABLE INPUT 



200m V 


199.99 


0,04% + 3d 


1 200V momentary 


2 


V 


1.9999 


0.04% + Id 


120OV momentarv 


20 


V 


19.999 


0.04% + Id 


1200V 


200 


V 


199.99 


0.04% 7 Id 


120OV 


1200 


V 


1200.0 


0.04% + Id 


1200V 



T*mpw*tuf# Cotffici*nt (0“-18® and 28®-55®C): 

-(0.006% » 0.2 i(O.00S% ♦ 0.4 <Jnjit)/®C 

on th* 200m V ranqa. 

Input RaiMtauica: 10 mQ^0.1% 



Nonnal Mod* Rajaetion Ratio: 

Graatar than 60d3 at 50Hz and SOHz. 

Common Moda Rataction Ratio (IkQ unbaiaoeal: 

Graatar man 120d3 at OC. SOHz and 60Hz. 

Sattiing Tima: 1 tacond to wimin 1 digit ot (inal raadmg. 



AC VOLTAGE 



RANGE 



MAXIMUM 

READING 



ACCURACY (12 mondts) 
(adova 2000 countal 
18°-28"C: lOOHi-lOkHi 
t(S rdg digital 



TEMPERATURE COEFFICIENT 
0®-18“ and 28°-55®C 
* {% rdg ♦ digital/^C 
45H<-10kHa 10kHz-20kHz 



200mV 


199.99 


0.7% 7 15d 


0,07% 7 2d 


0.15% 7 3d 


2 V 


1.9999 


0.6% 7 ISd 


0,07% 7 2d 


0.15% 7 3d 


20 V 


19.999 


0.5% * 15d 


0.05% 7 2d 


0.05% 7 2d 


200 V 


199.99 


0.5% * 15d 


0.05% 7 2d 


0.05% 7 2d 


1000 V 


1000.0 


0.5% 7 i5d 


0.05% 7 2d 


0.05% * 2d 



Extandad Fraquancy Accuracy; 

-(45MZ-100MZI 1.(0. 7% * 15 digital 

( 1Qi(Hz-20i(Hz) 1(0.8% » 15 digital on ttia 20V and dighar 
rangaa. id.SS ♦ 15 digital on ma 2V ranga, il2% *16 digital 
on ma 200mV ranga. 

Ratpenca: Trua root maan tauara. 

Crait Factor: 3. 



Input impadaneg: 

, ImQ 11% ttiuntad Ov laaa man 75pF. 

Maximum Aiiaaiapla input Voltagai 

1000V rmt. 1400V oaak, IO^V'Hi maximum. 

Common Moda Raiaction Ratio (Ikfi unbaianoil: 

. 6008 at OC. SOHt and SOHz. 

Sattiing Tima: 2.5 taconot to wittiin lOdigita of finai raading. 



DC AND AC CURRENT 



RANGE 



MAXIMUM 

READING 



ACCURACY (12 mantlMl 
18®-28«C 
*(% rdg a digrtt) 



MAXIMUM 

VOLTAGE 

BURDEN 



SHUNT 

RESISTANCE 



20(VA 


199.99 


OC 

0.2% + 2d 


.AC 4SHz>lQkHz 
(above 2000 eourtnl 
1%7i6d 


0.2 V 


Ikn 


2mA 


1.9999 


0.2% 7 2d 


1%7l5d 


0.2 V 


too a 


20mA 


19.999 


0.2% 7 2d 


1%7 iSd 


0.2 V 


10 n 


200mA 


199.99 


0.2% 7 2d 


1%7 iSd 


0.2SV 


1 a 


2000mA 


1999.9 


0.2% 7 2d 


1%* 15d 


0.6 V 


. 0.1 n 


20 A** 


19.999 


0.5% 7 2d 


T%7 iSd'-dkHz maxi 


0.S5V 


0.01 12 



'Add 0.1% fdgatjova ISA for tcif-lieating. 

"20A ranga on Modal 1 79-20A only. 

MAXIMUM INPUT: 2A. 250V OC or rms (fuaa oroteetedi 
except for 20A ranga. 

15A continuous. 20A for 1 minute (50% duty cyciel, 
250V dc or mt (fuse protactadi on 20A range. 



Tamper e turt Coafficiant (0^-1 8^ and 28^-55^0: 

OC I (0.01% + 0.2 digitsl/oc 
AC * (Q.Q7% + 2 digitsl/oc 
Cra« Factor; 3 

Settling Tima: OC; 1 second to wittiin 1 digit of final reading. 

AC; 2.5 seconds to within 10 digits of final reading. 



RESISTANCE 



RANGE 



ACCURACY (12 monthsl 
MAXIMUM 18®-28®C 

READING r.(% rdg t digital 



MAXIMUM VOLTAGE 
ACROSS UNKNOWN 
ON RANGE 



TEMPERATURE COEFFICIENT 
0®-18® and 28<>-55®C 
±(% rdg ♦ digitsl/«C 



NOMINAL 
APPLIED CURRENT 







Hi 0 


LO g 


HI a 


LOO 


HI ft 


loQ 


HI ft 


toft 


2kS 


1.9999 


_ 


0.15% 7 is<j 


_ 


0.2V 


_ 


0.02% 7 2d 


_ 


lOOtfA 


20kQ 


19999 


0.04% 7 1<J 


0.15% 7 ISd 


2V 


0.2V 


0.003% * 0.2d 


0.02% 7 2d 


lOOstA 


IOmA 


200 k« 


199.99 


0.04% 7 Id 


0.15% * ISd 


2V 


0.2V 


0.003% 7 0.2d 


0.02% 7 2d 


IOaA 


ima 


2000 kI2 


1999.9 


0.04% 7 Id 


0.15% 7 ISd 


2V 


0.2V 


0.003% 7 o.2d 


0.03% 7 2d 


1*tA 


0.1 <«A 


20MU 


19.999 


0.10% * Id 


- 


2V 


_ 


0.02 % 7 0, 2d 




0.1 mA 


_ 



Maximum AiiowaMa input: 

450V rmt lustainad. IkV OC Or oaak AC momantary. 
Maximum Opan-Circuit Voitaga: S voitt. 



GENERAL 



DISPLAY; Piv# 0.5” l£ 0 digits, aporooriata dacimol oosition 
and DOiantv indic«r*on. 

CONVERSION PERIOD: 400 m.iiiMconds. 

ENVIRONMENT: 

Oparattng: 0®C to 5S°C: 

0% to 80% rtiaiiva numio>tv uo to 40®C. 
Storaga; -25°C to -SSOC 



Settling Time: 1 second to wimin 1 digit of final reading axcaot 
2 seconds on ma 20 mQ range. 



POWER: 105-125 or 210-250 volts Iswitch salactad). 90-1 lOV 
available. S0-60HZ. 7 watts. Ootional 6 hour oattarv oacx. 
Modal 1788. 

DIMENSIONS. WEIGHT: asmm nigh x 235mm wide x 275mm 
deed (3-1/2 in. x 9-1/4 in. x 10-3/4 in,). 

Met weignt; 1,7kg. (3 ids.. 13 oz). 

OVERRANGE INDICATION; O-spiav btmks all zeros aoova 
19999 counts. 

MAXIMUM COftiMON MODE VOLTAGE: 1400V oaak. 
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SECTION I. GENERAL INFORMATION. 

1-1. INTRODUCTION. The Models 179 and 179**20A are versatile digital multimeters useful 
for measurement of ac and dc voltage, ac and dc current and resistance. The Model 179-20A 

is identical to the Model 179, except for an added 20-ampere range. This extra range uses 

separate input terminals and allows continuous measurement of up to 1 5A ac/dc, or inter- 
mi ttant duty measurements up to 20A ac/dc. The Model 179*“20A is treated by the exception 
method in this manual. That is, information headed by Model 179“20A applies only to the 
Model 179“20A. Information headed by Model 179 is common to both the Model 179 and the 
Model 179”20A. Ranges and accuracies for both models are listed in the Table of 

Specif icat ions on page v. Ranges and functions are selected with front panel pushbuttons. 

The decimal point is also positioned by the selected range pushbutton. Polarity of the 
measured signal is automatically displayed. 

1-2. WARRANTY INFORMATION. The Warranty is given on the Inside front cover of this 
Instruction Manual. If there is a need to exercise the Warranty, contact the Keithley 
Representative in your area to determine the proper action to be taken. Keithley main- 
tains service, facilities in the United Kingdom and West Germany, as well as in the 
United States. Check the inside front cover of the Instruction Manual for addresses. 

1-3. CHANGE NOTICES. Improvements or changes to the instrument which occur after 
printing of the Instruction Manual will be explained on a Change Notice sheet attached 
to the inside back cover. 



:A'. 



IMPORTANT 



The /■\ symbol can be found- In various places in this Instruction Manual. Care- 
fully read the associated CAUTION statements with regard to proper use and 
handling of the- instrument. Damage to the instrument may occur if these pre- 
cautions are ignored. 






The '^^symbol can be found in various places in this Instruction Manual. This 
symbol indicates those areas on the instrument which are potential shock hazards 
Carefully read the associated WARNING statements with regard to proper use and . 
handling of the instrument. Serious personal Injury may result if these pre- 
cautions are ignored. 
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FIGURE 1-3. Tilt Bail Positions, 
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OPERATING INSTRUCTIONS 



SECTION 2. OPERATION. 

2-1. GENERAL. This section provides information needed for incoming inspection and ore- 
paration for use. ^ 

'I'he Model 179 was carefully inspected both mechanically and elec^-ri- 
caiiy before shipment. Upon receiving the instrument, check for any obvious damage^which 
may have occurred during transit. Report any damages to the shipping agent. To verify 
the electrical speci f ications , follow the procedures given in Section 3. 

2-3. PREPARATION FOR USE. The Model 179 is shipped ready-to-use. The instrument may be 
powered from line voltage or from rechargeable batteries (when the optional Model 1788 
Rechargeable Battery Set is installed). 

OPERATION ON LINE POWER. The Model 179 OMM is provided with a three-wire line cord 
which mates with third-wire grounded receptacles. . Connect the instrument to ac line 
power as follows: 

CAUTION 

A Connect only to the line voltage selected. Application of Incorrect voltage 
can damage the instrument. 

a. Set the LINE VOLTAGE switch on the back of the instrument to correspond to the line 
voltage available. Ranges are 105 to 125 volts and 210 to 250 volts ac as shown in 
Fi gure 2- 1 , 



WARN ING 



^ Ground the in«rr*ttment‘ •» I .. 

X p. ly gi Ouncied receptacie berore 

operation. Failure to ground the instrument can result in severe Injury 
^ or death in the event of short circuit or malfunction. 

b. Plug the power cord into a properly grounded outlet. Operate the 179 DMM as 
described in SECTION 2-7. 




FIGURE 2-1. Rear View Showing Line Switch. 



AA 



2-1 




OPERATING INSTRUCTIONS 



INSTRUCTION MANUAL 
Oigitat Multimeter 
Model 179 



2-5. OPERATION ON BATTERY PACK POWER, The Model 179 DMM may also be operated from 
rechargeable sealed' lead-act d batteries contained in the optional Model 1788 Battery Pack 
The battery pack wi 1 1 operate the 179 DMM" for up to 6 hours. Circuits within the battery 
pack wi 1 1 automatical ly shut down the instrument when the battery charge is insufficient 
folTows^^'^ accurate readings. Refer to Figure 2-2 and install the battery pack as 



\ 



WARNING 

Disconnect the line cord before removing the case cover. 



a. Turn o^ff the power and disconnect the line cord. Remove four screws from the 
bottom of the case and separate the top cover from the bottom cover. 

b. Lift off the calibration shield, and save it for later use. The four plastic 

board**^ in place on the upright studs projecting through the main circuit 



NOTE 



Do not discard the calibration shield. This shield must be 
calibration, as described in Section h. 



installed during 



c. Set the BAT/LINE switch to the BAT position shown in Figure 2-2. Note that the 
battery pack will not operate properly if this switch is not in the BAT position. 

d. Remove fuse F301 on the battery pack. 



e. Install the battery pack in the instrument so that it rests on the plastic spacers. 
The ground clip must make contact with the upper side of the battery pack plate. 

f. Carefully align the battery pack plug with connector PIOOA on the circuit board. 
Push, the plug firmly onto the connector until the Up on the plug engages the lip on the 
connector to lock the plug in place. 



CAUTION 

A Make sure the connector is aligned so that all pins mate properly, other- 
wise, damage to the DMM will result. 



g. Install fuse F301 . Reinstall top cover and secure with four screws. 

h. Charge the battery pack as described in Paragraph 2-6. 

2-6. BATTERY CHAR6I-NG. The Model 1788 Battery Pack contains an integral battery 
charger. To charge or recharge the battery pack, install the battery pack in the 179 
DMM as described above and proceed as follows: 

a. Connect the instrument to line power as described in Paragraph 2-4. 

b. With the power switch off, the battery charge circuitry is automatically energized 
to charge the battery at the maximum rate. When the battery pack is first installed or 
If It has completely discharged, allow it to charge for at least l4 hours in this 

condi tion. 



NOTE 

For maximum battery life, do not allow the battery pack to remain 
completely discharged. Constant charging will not harm either the 
battery pack or the instrument. 



2-2 
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FIGURE 2-2. Battery Pack Installation 



c. When the 179 OMM is in use on line power, the battery charger maintains a trickle 
charge on the battery pack. 

2 - 7 . OPERATING INSTRUCTIONS. Refer to Figure 2-3 and operate the DMM as follows: 

a. Turn on the power by depressing the ON/OFF pushbutton. 

b. Select the function with the AC/DC, a, V, or A pushbuttons. 

c. Select the range by depressing the appropriate pushbutton. For resistance measure- 
ments only, also set the LO/HI pushbutton as desired, 

d. Connect the source to the INPUT terminals. Accessories described in Paragraph 2-14 
should be used as required. 
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X CAUTION 

HAXINUM RATTNOS; /!\ 

OCV (200f.iV, 2V): A 5 OV rms continuous: 1200V peak for 8 

(20-1200V): 1200V peak. ^ ^ ^ seconds per minute. 

ACV {All Ranges): lOOOV rms; l^OOV peak; lO^V-Hz. 

0CA,ACA (200uA-2000mA) : 2A, 250V DC or rms (fuse protected) 

UOA): 15A continous, 20A for 1 minute (50^ duty cycle) 

25 OV dc or rms (fuse protected) " 

« ^ (A1 1 Ranges) : 450V rms sine wave; lOOOV peak for 8 sAmnric 

2-8. DC VOLTAGE MEASUREMENT. Use the Model 179 DMM m m * m niinute. 

use tne nocei 1/9 OMM to measure dc volts as follows* 

thl'v pushbutton to the out or DC position. Depress 

A CAUTION 

ZAdo not exceed the maximum ratings. Instrument damage may occur. 

c. Negative polarity Is displayed automat ?ral iw . 

the minus (-) display Is off. --'■''Ve polarity is Implied when 

th^inf^r^ni^: ir^sTo^t^ld^^^h^'^tlra^u^^rate^^^N’s^ 

weekly during normal use. ^ ^ ^ ^ ^ approximately 




FIGURE 2 - 3 . Operating Controls. 
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2-9. AC VOLTAGE MEASUREMENT. 



Use the Model 179 OMM to measure ac volts as follows: 

Depress the 



a. Turn on power and. set the AC/DC pushbutton to the in or AC position 
V pushbutton. 



A 



A i 



CAUTION 

Do not exceed the maximum ratings. Instrument damage may occur. 

1 QQQQ Select the desired range from the five ranges available. The maximum reading is 
19999. Overrange is indicated by a flashing 0000 except on the 1000 volt range. The 
instrument measures the true root mean square of a signal within the frequency range of 
^5 to 20k hertz. Maximum crest factor for rated accuracy is 3. 

c. The Model 1682 RF Probe (see Paragraph 2-15) should be used to measure ac voltaaes 
with a frequency of 20k to lOOM hertz. 

d. Refer to Paragraph 2-13 for TRMS measurements of a signal with both ac and dc 
components. 

2-10. RESISTANCE MEASUREMENT. Use the 179 DMM to measure resistance as follows: 

a. Turn on power and depress the Q pushbutton. 

CAUTION 

J^Do not exceed the maximum ratings. Instrument damage may occur. 

b. Select the desired range from the five ranges available. The maximum reading is 
19999. Overrange is indicated by a flashing 0000. Use the LO/HI pushbutton as follows: 

1) Use the HI mode for measurements in the 20k, 200k, 2000k and 20M ohm ranges. Full 

range voltage drop is 2 volts and Is sufficient to cause forward conduction of semi- 

conductor junctions. The HI terminal is positive. 

2) Use the LO mode for measurements in the 2k, 20k, 200k and 2000k ohm ranges. Full 

range voltage drop is 200 millivolts. Depressing 2k automatically selects LO mode; 20M 

selects HI mode. Maximum open circuit voltage is 5V on all ranges. 

c. ^ Zero the instrument as described in Paragraph 2-14 before the first use whenever 
the instrument is used outside the temperature range of 18® to 28®C, and approx t mats 1 y 
weekly during normal use. 

2-11. CURRENT MEASUREMENT (AC or DC). Use the Model 179 or 179-20A to measure ac or dc 
as fol lows : 

NOTE 

To prevent measurement errors when using the Model 179-20A, connect the current 
test leads to either the 20A jacks or the normal INPUT jacks. Disconnect all 
circuits from the unused jacks. 

a. Turn on power and set the AC/DC pushbutton to the desired AC or DC position. 

Depress the A pushbutton. 

CAUTION 

A Do not install larger capacity fuses than those suppi led. F102 (2A) 
and F103 (20A, supplied with Model 179-20A only) protect the instru- 
ment against overcurrent. Normal acting fuses are used. 

^Sired range from the five/six ranges available. (On the Model 179-20A, 
the 20mA/20A pushbutton selects the 20mA range for the normal INPUT jacks and the 20A range 
IZn ft Connect the source to the INPUT jacks for current measurements up to 

2000mA. (For current measurements between 2000mA and 20A, connect the source to the 20A 

AA 
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jacks on the Model 179^20A)* The maximum reading is 19999. Overrana#* u ^ u 

^ protected. When usinfthe 20A current ange o? the ' 

continuously without degradationTthfmeaLre- 

can'onW he ""“r currents between 15A and 20A, specified accuracy 

can only be obtained when measurements are limited to a 50% duty cycle (ie aoo?r?hI 

current for a maximum of one minute and then allow at leLt one minute fnl 

making the next measurement). cooling before 

2-T2. TR«S MMSUREMENT. The Model 179 measures the ac component of a waveform and dne, 
a? betow!"" component, for ac r dc measurements, use the procedure dtscussedlr 

NOTE 

specified for 2000 counts and above. The method of calibrating 
the converter may yield an offset up to 50 digits with the input shortL ^his 
does not affect the instrument accuracy. 

foliowsr ^ components as 

1. Turn on the power. Measure and record the ac and dc components separately. 

2. Compute the rms value from the following equation: 



^RMS V^BC^ * 



b. The crest factor (CF) is the ratio of the peak voltage to the rms voltage as follows: 

CF = • 

V 

^RMS 

1. Typical crest factors are as follows: 

Sine wave CF 

Square wave CF » 1 

Triangular wave CF 

Positive pulse train CF - i/,/^uty cycle" 

(duty cycle for CF * 3 is O.ll) ^ 



NOTE 

IreILr”han®3"(CF>3?f'‘‘°"^' f°'' =' 9 nals with a crest factor 



adjustment nulls input offset on the 20 

ambient temperatures outside the range of 18» tl 28'C^^Z-ero thr^nstrLent°ar?ono^^ 
a. Turn on the power and select LO Q and the 200k range. 

a r;ading®or000r±3“igi?sf P°t <R'''9) to obtain 



The zero adjustment may also be used for lead compensation on a particular a range. 
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’) 

o, 



2-l4. ACCESSORIES.- range of accessories is available to facilitate the use of the 

Model 1*79 DMM, extend its range, and adapt it for additional uses. 

a. Model 1600 High Voltage Probe. The Model 1600 High Voltage Probe (shown in Figure 7 
extends the measurable dc voltage range up to AO kilovolts. It has a 1000:1 division rati 
so that a reading of 1 volt on the DMM corresponds to 1 kilovolt (1000 volts). To use the 
probe, select DCV and the required range, connect the high voltage probe banana plug to 
the instrument, connect the alligator clip to source low, and touch the probe tip to 
source high. 

SPECIFICATIONS : 

Voltage Range: 0 to A0,000 volts DC. 

Input Resistance: 1000 megohms. 

Divis ion Rat io: 1000:1. 

Ratio Accuracy: 
t],S% at 25kV, decreasing to 
±2.0^ at 20kV and 30kV, 

±3.0^ at lOkV and AOkV, and 
±4.0^ at IkV. 

Ratio Stability: ±0.01^ per *’C; ±0.)^ per year. 

Heating Effects: Self-heating due to application of high voltage for period in 

excess of 1 minute will cause a maximum of 0.2^ additional error at 5okV (error 
is less at lower voltage). 



WARNING 

\ Be sure alligator clip is connected to source low before touching probe tip to 
source high. A shock hazard or damage to instrument may result. 

, — : Model 1651 50~ Ampere Shunt. The Model 1651 50-Ampere Shunt (shown in Figure 2-5) 

°"50A dc and from 20-50A ac. The shunt has a resistance 
or 0.001 ohm cl^,> so that a 50-ampere current will correspond to a reading of 50 millivolt 
(0.0500 volt). Set the DMM to ACV or DCV and select the required range. To use the shunt 
connect the leads furnished with the shunt from the shunt screw terminals to the DMM Input 
term! nc Is. Use separate leads (not furnished) to connect the source to the hex head bolts 
Be sure to use leads with a capacity of JO amperes, or as needed. 




FIGURE 2-4. Model I6OO High Voltage Probe. 
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MODEL 1 683 
TEST LEAD KIT 





MODEL 1 681 
CLIP-ON TEST LEAD SET 



MODEL 1651 
50-AMPERE SHUNT 




FIGURE 2-5. Accessories. 

^ iin;vpr<;al Test Lead Kit. This kit (shown in Figure 2-5) contains two 

t est ' i ' e ' a^ — I "4 tips, two probes, four ”ba"^^ana plugs, two spade lugs, and two phone tips to 

permit connection of the DMM to virtually any source within fts range. ^easure- 

^ Model 1682 RF Probe. The Model 1682 RF Probe (shown in Figure 2-6) permits measure 
ment of ac voltages at frequencies of 20 kilohertz to 100 megahertz. Connect the probe to 
the input terminals and select ACV and the appropriate range. 

SPEC I FI CATIONS ; 

Voltage Range: 0,25 to 30 volts rms. i.i, „ j 

Transfer AcLracy: ±0.5dB, lOOkHz to lOOMHz peak responding calibrated in rms of 

a sinewave. 

Input Impedance: ^ megohm shunted by 3pF. 

Maximum Allowable Input: 30V rms AC, 200V DC. . l,. h^r^nana olua 

Accessories Supplied: straight tip, hook tip, ground clip, hi adapter, banana plug 

adapter. 

f Model 16 3F Clamp-On AC Current Probe. The Model 1685 Clamp-On AC Current Probe 
( Shown 2-6)'^permits measurement of ac current by clamping around a ^on 

2ctor, eliminating the need to interrupt the current path. P the ac current probe into 
the DMM and select ACV and the appropriate range. The DMM will display 0.1 volt rms pe 
ampere 




MODEL 1685 

CLAMP-ON AC CURRENT PROSE 




MODEL 1682 RF PROBE 



FIGURE 2-6. Model 1682 RF Probe and Model 1685 Clamp-On AC Current Probe. 
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SPECIFICATIONS : 

Range: 2, 20 and 200 amperes rms . 

Accuracy: of ranges at 60Hz. ±6% of range at 50Hz. 

Temperature Coefficient: ±0.05^/®C on the 20 and 200 ampere ranges. ±0.3^/*C on 

the 2 ampere range. 

Maximum Allowable Current: 300 amperes rms. 

Maximum Conductor Voltage: 600 volts rms. 

Conversion Ratio: 0.1 volt rms per ampere. ' 

g. Model 1684 Carrying Case. The Model 1684 Carrying Case (Shown In Figure 2-7) is a 
hard vinyl case with a fitted roam Insert to help protect the 179 OMM from damage. There 
is also room in the case for the service manual and other small accessories. 



Models 1010 and 1017 Rack Mounting Kits. 
permit mounting one or two Model 179 OMM's 



The rack mounting kits (shown in Figure 
in a rack for convenient viewing. 




FIGURE 2-7. Carrying Case and Rack Mounting Kits. 
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SECTION 3. PERFORMANCE VERIFICATION. 



3-K GENERAL. Performance , veri ficat ion should be performed upon receipt of the instru** 
ment to ensure that no damage or mi sadjustment has occurred during transit. Verification 
may also be performed whenever there is question of the instrument's accuracy, and follow- 
ing calibration, if desired. 



NOTE 

For instruments that are still under warranty (less than 12 months since date of 
shipment), if the instrument's performance falls outside specifications at any 
point, contact your Keithley representative or the factory immediately. 

3-2. RECOMMENDED TEST EQUIPMENT. Recommended test equipment for performance veri fi cat ic 
is listed in Table 3-1. Alternate test equipment may be used. However, if the accuracy 
of the altei'nate test equipment is not at least 10 times better than the instrument 
speci f icat ions, additional a 1 lowance must be made in the readings obtained. 

3 - 3 . ENVIRONMENTAL CONDITIONS. All measurements should be made at an ambient temperatur 
within the range of 18* to 28®C (65** to 82°F), and a relative humidity of less than 80^. 

3“A. PERFORMANCE VERIFICATION PRODECURE. Use the following procedures to verify the 
basic accuracy of the Model 179 OMM for voltage, resistance and current measurements. 

If the instrument is out of specif icatlons at any point, perform a complete calibration 
as described In Section 4, unless the Instrument is still under warranty, as noted above. 



TABLE 3-1. 

Recommended Test Equipment For Performance Verification. 



ITEM 


DESCRIPTION 


SPECIFICATION 


MFR. 


MODEL 


A 


DC Cal ibrator 


O.IV, IV, lOV, lOOV, lOOOV 
±0.002^ or 20uV 


Fluke 


3'*3A 


B 


AC Cal ibrator 


O.IV, IV, lOV, lOOV 
±0.022^ 


H-P 


74 5A 


C 


AC Cal ibrator/Amplif ier 


lOOOV § ±0.04% 


H-P 


745A/746A 


D 


Decade Resistor 


1.9KQ, 19Kfi, I 90 KQ 
1.9Mfl, 19MQ, ±0.01% 


ESI 


RS725 


E 


Current Calibrator 


lOOuA, 1mA, 10mA, 100mA, 

1A, lOA, ± 0 , 03 % 


VALHALLA 


25 OOE 



NOTE 

Performance verification should be performed by qualified personnel using accurate 
and reliable test equipment. 
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meet 



Condi tiofTs . . Before beginning the verification procedure the 



Initial 

the foliowing condlti ons ; 



nstrument must 



l) If the instrument has been subjected to 
temperatures to stabilize for one hour minimum 
if fed in Paragraph 3-3* 



extremes of temperature, allow internal 
at the environmental conditions spec- 



2) Turn on the 179 OMMend allow it to warm up for 10 minutes, 
oe operated from either line power or from battery pack power as 
pack has been fully charged as described in Paragraph 2-6. 

3) Zero the instrument as described in Paragraph 2-14, 



•The instrument may 
long as the battery 



WARN I NG 




Some procedures require the use of high voltage 
with live circuits which could cause electrical 
death. 



Take care to prevent contact 
shock resulting in injury or 



b. DC Volts Checkout. 

1) Select do voltage readings with the AC/DC and V pushbuttons. 

2) Connect the DC Calibrator (Item A, Table 3-1) to the instrument. 

muH 100 mVdc to the DMM. The reading 

must oe within the limits specified in Table 3-2, ^ 

Training range and apply the required voltage as specified in 
le 3-2, verify that the reading is within specifications. 

5) Repeat all checks with negative voltage. 



TABLE 3-2. 

DC Voltage Performance Check 



Range 


Appl led 
Vol tage 


Allowable Readings at 18® to 28®C 


200 mV 


100.00 mV 


99.93 to 100.07 


2 V 


1.0000 V 


0.9995 to 1.0005 


20 V 


10.000 V 


9.995 to 10.005 


200 V 


100.00 V 


99.95 to 100.05 


1200 V 


1000.0 V 


999.5 to 1000.5 



c* AC Volts Checkout. 



1) Select ac voltage readings with the AC/OC and V pushbuttons. 
frfJuenTtri'kHz**^ Calibrator (item B. Table 3-i) to the DMM. Set the calibrator 



DMM to the 200 mV range and apply 100 mV ac to the DMM. The 
must be within the limits specified In Table 3-3. 



4) 

if led 



Select the 2, 
in Table 3“3. 



20 and 200 volt ranges and apply the required voltages 
Verify that the readings are within specifications. 



read i ng 
as spec- 
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5) To check the 1000 volt range, connect the AC Calibrator Amplifier (Item C, 

Table 3**)) to the output of the AC Calibrator per the manufacturer ' s instructions. 

Set it for an output of 1000 volts ac rms and verify that the DMM readings is within the 
specified limits. 



TABLE 3-3. 

AC Voltage Performance Check 



Range 


Appl ied 
Vol tage 


Allowable Readings at 18® to 28®C 


200 mV 


100.00 mV 


99.15 to 100.85 mV 


2 V 


1.0000 V 


0.9925 to 1.0075 V 


20 V 


10.000 V 


9.935 to 10.065 V 


200 V 


100.00 V 


99.35 to 100.65 V 


1000 V 


1000.0 V 


993.5 to 1006.5 V 



d. Resistance Checkout. 

1) Select resistance readings by pressing the 9. pushbutton, 

2) Set the Hl/LO pushbutton to HI and select the 20k 9 range. 

3) Connect the decade resistor (item D, Table 3“1) to the DMM. 

4) Set the decade resistor to zero and measure the resistance of the test leads. 
Subtract this reading from the displayed reading in all of the following steps. 

5) Set the decade resistor to 19.000 k!i^. Verify that the reading is within the 
limits specified in Table 3~4. 

6) Select the next range and measure the next resistance as specified in Table 3-4. 
Verify that each reading is within specifications. Test each I tern in the table* 
switching the Hl/LO pushbutton as indicated. 



TABLE 3-4. 

Resistance Performance Check 



Hl/LO 


Range 


Res i stance 


Allowable Reading at 18® to 28®C 


HI 


20 kQ 


19.000 kQ 


18.990 to 19.010 kQ 


HI 


200 kQ 


190.00 kQ 


189.90 to 190.10 kQ 


HI 


2000 kQ 


1 .9000 MQ 


1899.0 to 1901.0 kQ 


HI 


20 MQ 


19.000 MQ 


18.980 to 19.020 MQ 


LO 


2 kQ 


1.9000 kQ 


1.8957 to 1.9043 kQ 


LO 


20 kQ 


19.000 kQ 


18.957 to 19.043 kQ 


LO 


200 kQ 


190.00 kQ 


189.57 to 190.43 kQ 


LO 


2000 kQ 


1900.0 kQ 


I895.7 to 1904.3 kQ 
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e. DC Current CKeckout; 

1) Select dc current readings with the AC/DC and A pushbuttons. 

2) Connect the dc current source (Item E, Table 3-1) to the DMM, 

3) Select the 200 uA range and apply a current of 100.00 uA to the DMM. The reading 
must be within the limits In Table 3*5. 

Select each range and apply the required current as specified in Table 3 - 5 . 

Verify that the reading is within specifications. 

f. Analysis. If the instrument is out of specified limits at any point in Tables 

3“2 through 3~5> calibrate the DMH as described in Section 4. If the unit is still under 
warranty, refer to the note in Paragraph 3-1. 



TABLE 3-5. 

DC Current Performance Check 



Range 


Appl led 
Current 


Allowable Reading at l8^ to 23°C 


200 uA 


100.00 pA 


99.73 to 100.22 uA 


2 mA 


1.0000 mA 


0.9788 to 1.0022 mA 


20 mA 


10,000 mA 


9.978 to 10.022 mA 


200 mA 


100.00 mA 


99.78 to 100.22 mA 


2000 mA 


1000.0 mA 


997.8 to 1002.2 mA 


20 A 


10.000 A 


9.948 to 10.052 A 



3-4 



AA 





